Pectoral muscle stimulation after falling off a ladder.
A-pacemaker that had been implanted correctly was found at follow-up to have "flipped over" as a result of a fall from a ladder. Symptomatic pectoral muscle stimulation ceased immediately when the generator was manually flipped back into the correct position.